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Abstract 

GaAs devices have relatively high atomic numbers (Z=31, 33) and thus extend the X-ray absorption edge 
beyond that of Si (Z=14) devices. In this study, radiation detectors were processed on GaAs substrates with 
110 pm - 130 pm thick epitaxial absorption volume. Thick undoped and heavily doped p+ epitaxial layers 
were grown using a custom-made horizontal Ghloride Vapor Phase Epitaxy (GVPE) reactor, the growth 
rate of which was about 10 pm/h. The GaAs p+/i/n+ detectors were characterized by Gapacitance Voltage 
(CV), Gurrent Voltage (/V), Transient Gurrent Technique (TGT) and Deep Level Transient Spectroscopy 
(DLTS) measurements. The full depletion voltage (Vpq) of the detectors with 110 pm epi-layer thickness 
is in the range of 8 V - 15 V and the leakage current density is about 10 nA/cm^. The signal transit 
time determined by TGT is about 5 ns when the bias voltage is well above the value that produces the 
peak saturation drift velocity of electrons in GaAs at a given thickness. Numerical simulations with an 
appropriate defect model agree with the experimental results. 
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1. Introduction 

Radiation detectors made on epitaxial GaAs are 
a promising alternative for the silicon devices used 
for spectroscopy and radiography applications re¬ 
quiring moderate photon energies, i.e. more than 
10 keV. Mammography is an important example of 
such an application with large technological and so¬ 
cietal impact. Earlier studies on using GaAs mate¬ 
rial for X-ray registration include References mm- 
The atomic numbers of GaAs are 31 (Ga) and 33 
(As) while the atomic number for Si is 14. As a re¬ 
sult, for a low energy X-ray process with a photon 
energy of 20 keV, the mass attenuation coefficients 
{p/p) are 42.3 and 4.4 cm^/g for GaAs and Si, re¬ 
spectively. The benefit of GaAs is well illustrated 
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in figure Here, the total absorption efficiency of 
20 keV photons, calculated by Beer-Lambert law, 
is shown as the function of detector thickness. 

As seen in figure the GaAs thickness of 100 
/im is enough to absorb about 90% of the 20 keV 
photons, while the absorption efficiency of 300 /im 
thick Si would be only about 27%. 

Being the basic starting material in optoelectron¬ 
ics industry, the processing technology of GaAs de¬ 
vices is well established. The epitaxy based on 
ultra-pure gaseous precursors is a pronounced ap¬ 
proach to fabricate pin-diode structured GaAs ra¬ 
diation detectors. When illuminated by X-rays, a 
GaAs detector operates under the condition of mod¬ 
erate injection level, i.e. the carrier concentration is 
about 10^^ cm“^ [3]. According to the well-known 
transferred electron effect [4l[5l|6] (further described 
in section]^, the drift velocity of charge carriers in 
GaAs decreases after the electric field inside the ma¬ 
terial has reached the value of about 3.3 kV/cm [4]. 
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Figure 1: Absorption efficiency vs. detector thickness calcu¬ 
lated by Beer-Lambert law. Dashed and solid curves repre¬ 
sent GaAs and silicon, respectively. 

In a 100 jam thick GaAs detector, this saturation 
drift velocity of charge carriers would take place 
when the value of reverse bias is 33 V. The relatively 
low full depletion voltage (Idd) of GaAs defines the 
maximum doping concentration to be about 5 x 10^^ 
cm“^. This is challenging to achieve in GaAs crys¬ 
tals manufactured using the bulk growth methods. 

A number of deposition techniques have been de¬ 
veloped for high purity GaAs epitaxy. Many of 
these epitaxial growth techniques, however, suffer 
from high cost, low growth rate or incapability 
to grow thick layers. On the other hand, chlo¬ 
ride vapor phase epitaxy (CVPE) technique has 
been proved to grow high purity epi-GaAs with a 
high growth rate (about 10 /im/hour) and with an 
achievable layer thickness of more than 100 /im, as 
is required in detector applications. In the follow¬ 
ing, we present the processing, the results of charac¬ 
terization and the device simulations of the 110 jam 
thick epitaxial pin-diode GaAs radiation detectors. 


2. Processing and design of detectors 

Two 2-inch diameter GaAs wafers with GVPE 
grown intrinsic epitaxial layers were processed to 
radiation detectors at Micronova nanofabrication 
center cleanroom. The wafers used in the study 
were produced by A. E. Ioffe Physico-Technical In¬ 
stitute (Ioffe PTI) [7] . The n-type 460 jam thick epi- 
ready GaAs wafers were doped with silicon which 
had a concentration of about 10^^ cm“^. Undoped 
epitaxial layers, of thicknesses 110 jam and 130 /im, 
were grown on the substrates in a horizontal GVPE 
reactor at 730-760 °C temperatures. Epitaxy was 


finalized by the deposition of a 1-2 /am thick zinc 
doped p+ layer on the undoped layer to complete 
the desired p-i-n structure. 

After the epitaxy, the wafers were cleaned with 
acetone and isopropanol to remove particles and 
possible organic contamination from the surfaces. 
Mesa structures shown in figure were formed 
by deep reactive ion etching (DRIE) with BC13 
plasma. The trench depth was roughly 7 jam in 
order to ensure sufficient isolation through p+ re¬ 
gion between the segmented region. After etch¬ 
ing, a plasma enhanced chemical vapor deposi¬ 
tion (PEGVD) grown dielectric layer was deposited 
for surface protection. Openings for contacts to 
PEGVD dielectric were done by wet etching with di¬ 
luted buffered hydrofluoric acid (BHE). The contact 
metallization was made by sputtered Ni/TiW/Ni 
(20 nm/20 nm/40 nm) stacked layers and pattern¬ 
ing was completed by a lift-off process. The me¬ 
chanical grinding and polishing were applied to the 
substrate side leaving a 20 jam heavily doped n-type 
GaAs layer for the backside metal contact. As the 
last process step, a 100 nm thick Ni layer was sput¬ 
tered on the back plane as the backside contact. 

The wafer layout contains two pixel sensors com¬ 
patible with GERN Medipix CMOS read-out ASIC 
[aiH] (256 X 256 pixels with 55 jam pixel pitch), 
one strip sensor (128 strips with 200 jam pitch) and 
several pad diodes (diameter of 1.75 mm). Eirst re¬ 
sults of the fabricated GaAs flip-chip bonded pixel 
devices and their response to X-ray illumination has 
been reported in Reference [9]. In this report, we 
focus on diodes, of which design and dimensions are 
shown in figure 

3. Characterization 
3.1. CV and IV results 

The pad detectors and test structures were char¬ 
acterized by Capacitance Voltage (CV) / Current 
Voltage (/U), Transient Current Technique (TCT) 
HO] and Deep Level Transient Spectroscopy (DLTS) 
measurements. The full depletion voltage (Ud) of 
the detectors is about 10 V and the leakage current 
at Ud was in most of the devices below 10 uA/cm^. 
Some of the devices showed breakdown before the 
Ud- Illustrative examples of CV and IV curves are 
shown in figures and 

The CV measurements were done at room tem¬ 
perature at a frequency of 10 kHz. This was deemed 
sufficient since the low level of the leakage current 
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Figure 2: Cross section and design of GaAs pin-diode. 


density rules out the possibility of distortion from 
the generation current of the deep defect levels to 
the CV results. It can be seen in figure that the 
GaAs diodes do not show sharp capacitance satu¬ 
ration, which is often the case in e.g. planar silicon 
pad detectors. This is most likely due to non-abrupt 
backplane of the pin-diode. The epitaxial deposi¬ 
tion at about 760 °C of >100 jim thickness takes 
more than ten hours. It is comprehensible that dif¬ 
fusion from heavily doped substrate takes place in 
some extent, resulting in a non-abrupt i-n+ transi¬ 
tion region that is observed by non-saturated CV 
characteristics. The leakage currents in the devices 
were typically 100-200 pA, corresponding to the 
current density of about 10 nA/cm^. The leakage 
current tends to saturate after the Idd and break¬ 
down occurs in good devices after about 200 V, i.e. 
over ten times higher voltage than the More 
statistics of the leakage current has previously been 
reported in Reference [9]. 

3.2. TCT results 

Transient current technique (TCT) measure¬ 
ments were performed at the premises of Detector 
Laboratory of Helsinki Institute of Physics (HIP). 
The detectors were assembled on a PCB substrate 
by a conductive silicon carbide tape and a probe 
needle. Optical excitation was done by a red laser 
(678 nm) emitting 30 ps (FWHM) pulse to the seg¬ 
mented p+ side of the diode. Detectors were ca- 
pacitively decoupled from the 4 GHz oscilloscope 
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Figure 3: CV curves of the two (110 fim. thick i-layer) GaAs 
pad detectors. Geometrical capacitance calculated from the 
surface area in figure is ~2.32 pF. The minimum capac¬ 
itances indicate about 9% smaller active thickness for the 
D167 J1 diode. Full depletion voltages of ~8.5 V and ~12 V 
for the D167 J1 and D167 12, respectively, were determined 
from the crossing points of the linear fits. 



Figure 4: Gurrent Voltage curves of two (110 fim. thick i- 
layer) GaAs pad detectors. 
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Figure 5: TCT measurement for GaAs diode biased with 35 
V and 100 V. 


by Miteq Ltd. Bias-T and the signal was amplified 
by a broad band amplifier provided by Particulars 
Ltd. Since the absorption depth of 678 nm light 
in GaAs is less than 1 /im, the holes excited by 
the incident photons will be inherently quickly col¬ 
lected by the adjacent p+-electrode and the current 
transient observed by the oscilloscope is the current 
created by the electrons drifting the entire thickness 
of the pin-diode. Since the epi-layer is n type, 
the electrons are majority carriers (not minority) 
and their radiative lifetime can be ignored. In high 
purity, high quality GaAs the radiative lifetime can 
be very long, even in the microsecond regime m- 

The curves shown in figure are the electron cur¬ 
rent transients at 35 V and 100 V bias voltages. 
The duration of the transient is about 5 ns when 
biased with 100 V. The electron current transient 
time at 35 V bias is clearly shorter, about 3.5 ns, 
than at 100 V indicating higher drift velocity in 
case of lower electric field. The parasitic oscilla¬ 
tions after the second peak in both of the curves 
were not considered as a part of the signal. Thus, 
for the collection time estimation the slope of the 
100 V curve was extrapolated to zero after the sec¬ 
ond peak (indicated by a red dashed arrow in the 
figure) and the duration of the 35 V curve was de¬ 
termined from the location indicated by a blue ar¬ 
row. In this particular measurement, the laser spot 
was not collimated. Thus, there is discrepancy in 
integrated collected charge due to the charge flow 
in lateral direction. 
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Figure 6: DLTS measurement with electron injection. Lbias 
is the reverse bias voltage, Up is the forward pulse voltage, 
tp is the pulse time, Tw is the acquisition time window and 
to data recording cut. 

3.3. DLTS results 

The Deep Level Transient Spectroscopy (DLTS) 
analysis for GaAs diodes was performed at Uni¬ 
versity Hamburg. The DLTS spectra of electron 
and hole injections are shown in figures and 
respectively. The analysis shows two deep elec¬ 
tron traps peaking at T = 270 K (E270) and T > 
300 K (E300). Due to the technical restrictions, it 
was not possible to unambiguously define the elec¬ 
trical properties and concentration of E300 trap. 
The hole traps were observed at low temperatures, 
therefore they appear to be shallow defects, with 
concentrations of a few 10^^ cm“^. A contribu¬ 
tion of such shallow defects to the leakage current is 
very unlikely. It is more apparent that deep defects 
contribute in GaAs pin-diodes. The deeper defects 
found in the DLTS spectra are better candidates for 
dominating the current. DLTS measurements up to 
450 K have to be performed to check the existence 
of the very deep defects. 


4. TCAD simulations and modeling 

The simulations presented in this paper were 
carried out using the Synopsys Sentauru^ finite- 
element Technology Gomputer-Aided Design 
(TGAD) software framework. 


^http:// WWW. synopsys. com 
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Figure 7: DLTS measurement with hole injection. 


4 . 1 . GaAs diode parameters and CV/IV results 

The initial simulated GaAs diode structure had 
the dimensions A x 10 x 131.5 /im^, where A is the 
area factor to match the dimensions with the diode 
in figure The thicknesses of the DC-coupled 
nickel contacts on the front and backplanes were 
100 nm. Presented in figure]^ the heavily doped p+ 
and n+ implantations on the front and backplane, 
respectively, had the peak concentrations 1 x 10^^ 
cm“^. The doping profiles were tuned to create 
approximations of the layer thicknesses presented 
in section The diode was biased by setting the 
electrode on the front surface to zero potential while 
the reverse voltage was provided from the backplane 
contact. 

To reproduce the measured geometric capaci¬ 
tances, full depletion voltages and leakage current 
densities in figuresandthe deep donor level sug¬ 
gested in section was implemented to the GaAs 
epi-layer. As can be seen from figure the simu¬ 
lated results are in line with the measurements af¬ 
ter the capture cross section and concentration were 
tuned to cr = 5 X 10“^^ cm^ and = 1.4 x 10^^ 
cm-3, respectively. 

4 . 2 . Transient eurrent simulation results 

In GaAs and materials of similar band structure 
a negative differential mobility is generated by high 
driving fields. This effect is caused by the transfer 
of electrons into an energetically higher side val¬ 
ley with a considerably larger effective mass, i.e. 
when the electric field in the material reaches a 
threshold level, the mobility of electrons starts to 
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Figure 8: Simulated doping profiles of p+ and n+ layers with 
tuned diffusion depths to create an effective structure similar 
to the real GaAs diode described in section [ 2 ] 



Figure 9: Simulated CV (/ = 10 kHz) and IV curves at T 
300 K for the measured GaAs diode parameters in section 
with an active area thickness of 110 p-m and with the deep 
donor level from section The geometrical capacitance is 
~2.32 pF while the leakage current density is nA/cm^. 
The full depletion voltage of about 10 V was determined as 
in figure 


5 


II Mi 

































decrease with increased electric field due to trans¬ 
ferred electrons from one valley in the conduction 
band to another. In the process the electron effec¬ 
tive mass moves from small to large and the mo¬ 
bility decreases from very high to very low Si]. 
For the simulation of the effect the charge injection 
depth was set to ^3 /im from the device front sur¬ 
face to generate the transient signal essentially from 
the electron drift. 

Illustrated in figure p!Q| are the simulated transient 
currents in the GaAs diode at T = 300 K. As can be 
seen, the macroscopic result of the transferred elec¬ 
tron effect is reproduced, i.e. when the voltage and 
thus, the electric field in the diode moves closer to 
the values that produce the saturation of the elec¬ 
tron drift velocity a reduced collection time tcoii is 
observed. In the GaAs diode with an active volume 
thickness of about 110 jam the voltage required for 
the saturation is ^37 V. The simulated transient 
signal shapes and the difference in signal heights are 
in line with the measurements in figure To repro¬ 
duce the signal height differences agreeing with the 
measurement the simple diode structure described 
in section 4.1 had to be replaced by a larger struc¬ 
ture that took into account the lateral expansion of 
the electric field beyond the diode region. If the lat¬ 
eral expansion of the electric field is not considered 
the fields for the given voltage will be higher than 
in the real diode, affecting the drift velocities. For 
simplicity, the deep donor level was not applied for 
the transient simulations that were carried out to 
investigate the transferred electron effect. Hence, 
the absolute collection times are shorter than the 
measured. 


5. Conclusions 

X-ray detectors made on thick epitaxial GaAs 
were successfully processed at Micronova Nanofab¬ 
rication Gentre. The epitaxial GaAs layers were 
grown in a horizontal Chloride Vapor Phase Epi¬ 
taxy (CVPE) reactor. A growth rate of undoped 
GaAs of about 10 fim/h was achieved and pin-diode 
devices having undoped layer thicknesses of 110 /im 
and 130 /im were grown. The finalized detectors 
were subjected to CV//V, TCT and DLTS char¬ 
acterization. The full depletion voltage (Fpq) is in 
the range of 8-15 V and the leakage current density 
in the order of 10 nA/cm^. According to the TCT 
measurements, the signal is collected faster than in 
10 ns, while the DLTS analysis revealed a significant 



Figure 10: Simulated transferred electron effect on transient 
current in GaAs diode. The shortest collection time is given 
by the voltage producing a drift velocity closest to the satu¬ 
ration value. 


concentration of deep level electron traps in the epi¬ 
taxial layer. TCAD simulations with an effective 
deep donor defect level reproduced the measured 
leakage current density and full depletion voltage. 
The transient simulations displayed the transferred 
electron effect producing similar behaviour with the 
measured TCT signals. 

Thus, it can be concluded that these GaAs sen¬ 
sors are suitable for soft X-ray detection. There is 
ongoing work with a new vertical CVPE reactor to 
optimize the epitaxial process in terms of disloca¬ 
tion density as well as to better control the intrinsic 
stress causing wafer bow. 
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